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PHOTOMETRY  AND  COLORIMETRY  OF  RETROREFLECTION: 
State-of -Measurement- Accuracy  Report 

by  Kenneth  L.  Eckerle 

A  survey  of  the  literature  on  retroreflection  has  been  conducted, 
and  information  from  this  survey  necessary  for  the  understanding  of  the 
phenomenon  of  retroreflection  is  summarized.  Items  included  are  mate- 
rials, measurement  geometry,  quantities  to  be  measured,  instrumentation, 
and  methods  of  calibration.  Recommendations  are  given  to  evaluate  or  to 
write  specifications  by  discussing  important  parameters.  A  partial  list 
of  test  methods  and  specifications  is  presented  in  tabular  form.  Some 
prior  research  and  intercomparisons  are  summarized  including  the  results 
of  a  previously  unpublished  intercomparison  using  prismatic  type  retro- 
reflectors.  The  state-of-measurement-accuracy  is  inferred  from  the 
information  presented.  A  bibliography  is  included  for  those  who  would 
like  to  obtain  more  details. 

Key  words:  Accuracy;  chromaticity;  coefficient  of  luminous  intensity; 
intercomparisons;  retroreflectance;  retroreflector;  specifications; 
test  methods. 


I.  Introduction. 

A  "state-of-the-art"  measurement  is  usually  a  measurement  that  is 
the  most  accurate  and  precise  that  has  been  achieved  thus  far.  An  in- 
strument to  perform  a  measurement  of  this  type  must  either  account  for 
known  systematic  errors  in  its  design  or  some  means  must  be  provided  to 
correct  for  such  errors.  In  addition,  random  or  statistical  errors  must 
be  sufficiently  small. 

To  some  of  the  measurement  community,  however,  a  "state-of-the-art" 
measurement  is  one  that  is  presently  achievable  by  a  typical  laboratory. 
This  weaker  usage  may  sometimes  be  appropriate,  especially  if  there  are 
good  reasons  why  a  "best  possible"  measurement  can  not  be  performed  by  a 
typical  laboratory,  e.g.,  it  is  not  cost  effective.  Often,  however, 
with  the  aid  of  a  central  laboratory  such  as  the  National  Bureau  of 
Standards  (NBS),  the  performance  of  a  typical  laboratory  or,  in  the 
stronger  sense,  a  "state-of-the-art"  laboratory  can  be  improved  or 
maintained  through  the  use  of  a  Measurement  Assurance  Program  (MAP) 
service  and  the  use  of  standards  such  as  Standard  Reference  Materials 
(SRM).  This  can  be  accomplished  by  helping  the  typical  laboratory 
analyze  its  problems,  and/or  by  correcting  for  some  problems  through  the 
use  of  standards. 

To  the  person  who  must  make  specifications  and  require  experimental 
values  to  fall  within  given  tolerances,  it  is  necessary  to  know  how  well 
a  typical  laboratory  can  make  a  measurement.  Otherwise,  equity  in  trade 
cannot  be  maintained. 
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The  NBS  is  undertaking  a  MAP  service  for  retroreflectance 
measurements.  As  will  be  seen  below,  large  differences  exist  among 
values  obtained  by  different  laboratories,  and  it  is  felt  that  accuracy 
in  measurements  performed  on  retroref lectors  can  be  improved.  The  NBS 
has  built  a  reference  retroref lectometer  for  measuring  the  nighttime 
photometric  properties  of  retroreflectors,  and  it  is  planned  in  the 
future  to  modify  it  so  that  it  can  also  measure  colorimetric  properties. 

When  used  during  the  day,  retroreflectors  are  illuminated  diffusely 
and  viewed  directionally  while  at  night,  the  retoref lectors  are  illumin- 
ated from  one  direction,  and  viewed  directionally  (usually  at  a  small 
angle  with  respect  to  the  direction  of  illumination).  The  optical 
properties  of  the  retroref! ector  for  these  two  cases  can  be  quite  dif- 
ferent. This  report  will  concern  itself  primarily  with  the  night- type 
usage,  and  will  concentrate  on  measurement  accuracies  achievable  by 
"typical"  laboratories.  We  will  use  the  latest  definitions  and  termin- 
ology of  the  International  Commission  on  Illumination  (CIE)  especially 
those  for  retroreflection  that  were  approved  by  a  subcommittee  of  the 
CIE  at  the  1979  Kyoto  meeting. 

Since  the  primary  purpose  of  this  report  is  to  discuss  measurement 
accuracies  presently  attained,  some  topics  will  only  be  briefly  men- 
tioned. In  each  such  case,  references  will  be  provided  so  that  the 
reader  can  pursue  that  topic  further  if  he  desires. 

II.  Materials. 

Retroreflection  is  defined  by  the  CIE  as   "Reflection  in  which 
radiation  is  returned  in  directions  close  to  the  direction  from  which  it 
came,   this  property  being  maintained  over  wide  variations  of  the  direc- 
tion of  the  incident  radiation. "[1]* 

The  CIE  accordingly  defines  a  retroref lector  as   "A  surface  or 
device  from  which,  when  directionally  irradiated,  a  relatively  large 
portion  of  the  reflected  radiation  is  retroreflected."[l] 

Three  common  types  of  retroreflective  elements   (optical   units  which 
retroref lect  by  refraction  and/or  reflection)  are  commonly  used.  They 
are  the  "cat's  eye"  element,   the  spherical    element,   and  the  cube-corner 
element  shown,  respectively,   in  Figures  1(a),  1(b),  and  1(c).   Further, 
the  elements  can  be  exposed,  enclosed,  or  encapsulated  as  shown,  for 
spherical    elements,   in  Figures  1(d),  1(e),  and  1(f),  respectively. 

Generally,  a  retroref lector  is  made  up  of  many  elements,  and  often 
is  available  in  sheet  form.     Plastic  is  usually  used  as  the  medium  in 
which  to  imbed  and  cover  the  elements;  or  in  the  case  of  cube-corner 


*Numbers  in  square  brackets   indicate  literature  references  listed  in 
Section  XII. 


retrorefl ectors,  the  whole  retroreflectinq  device  is  commonly  made  of 
plastic  althouqh  some  devices  are  available  with  the  cube-corner  made  of 
qlass.  A  colored  retrorefl ector  may  be  produced  by  usinq  a  colored 
plastic  medium  or  colored  plastic  cover.  Thus,  the  color  of  a  retrore- 
flector  will  depend  on  the  type  of  plastic  used. 

The  choice  between  retrorefl ectors  constructed  of  the  different 
types  of  elements  is  made  on  the  basis  of  color,  the  qeometric  distri- 
bution of  the  reflected  liqht,  and  the  behavior  with  respect  to  orien- 
tation of  the  retrorefl ector  relative  to  the  incident  liqht  as  will  be 
described  more  fully  below.  To  obtain  details  on  the  construction  of  a 
particular  retrorefl ector,  it  is  suggested  that  the  manufacturer  be 
contacted. 

III.  Measurement  Geometry 

A.  Nighttime  Conditions 

In  Fiq.  2  the  relationships  between  the  various  optical  elements  of 
a  reflectometer  for  measurinq  retrorefl ectance  are  shown  in  detail.  The 
anqle  B,  between  the  reference  axis  C  (generally,  but  not  always,  the 
normal  to  the  surface  of  the  retrorefl ective  device)  and  the  illumina- 
tion axis  D,  is  called  the  entrance  angle.  (Known  in  the  past  as  in- 
cidence angle.)  In  general,  the  observation  plane  A  and  the  entrance 
plane  B  are  not  mutually  perpendicular.  In  this  case,  the  entrance 
angle  3  can  be  resolved  into  two  components,  Bi  lying  in  the  observation 
plane  A,  and  B2  perpendicular  to  that  plane.  In  Fiq.  2,  Bi  =  0  and 
B2  =  3.  The  angle  a,  between  the  illumination  axis  D  and  the  obser- 
vation axis  E,  is  called  the  observation  angle.  (Known  in  the  past  as 
the  divergence  angle.)  The  distance  between  the  retrorefl ector  refer- 
ence center  and  the  receptor  aperture  is  called  the  observation  dis- 
tance. The  reference  center  is  a  point  on  or  near  the  device  which  is 
defined  to  be  the  center  of  the  retrorefl ector  for  the  purpose  of 
specifying  its  performance.  Usually  a  rotation  angle  e  is  also  speci- 
fied (not  shown  in  Fig.  2)  which  indicates  the  anqle  throuqh  which  a 
datum  mark  (a  mark  which  does  not  lie  on  the  reference  axis  and  which 
indicates  the  orientation  of  the  retrorefl ector)  is  turned.  These  def- 
initions are  more  riqorously  and  more  completely  presented  in  references 
[2]  and  [3]. 

Care  must  be  taken  when  comparing  requirements  from  different 
specifications,  not  all  of  which  use  the  same  set  of  definitions  given 
here.  Not  only  are  the  positive  and  negative  sense  of  the  various 
angles  sometimes  different,  but  frequently  a  complicated  transformation 
between  related  parameters  in  different  specifications  is  required. 

The  particular  values  specified  for  these  different  geometrical 
parameters  will  depend  on  the  use  intended  for  the  retrorefl ecting 
material . 


B.  Daytime  Conditions 

Two  commonly  specified  geometries  for  daytime  conditions  are  illu- 
mination from  a  45°  angle  and  0°  viewing  (45/0)  and  diffuse  illumination 
and  0°  viewing  (D/0).  The  relative  spectral  power  distribution  of  the 
light  source  for  measurement  or  calculation  of  color  parameters  is  CIE 
Illuminant  C  or  Illuminant  Dgr. 

IV.  Quantities  to  be  Measured. 

The  photometric  and  colorimetric  quantities  for  nighttime  viewing 
have  in  common  the  geometrical  factors  defined  above.  Also,  the  source 
spectral  power  distribution  is  usually  required  to  be  CIE  Illuminant  A. 

A.  Photometric 

Two  quantities  will  be  defined  for  which  the  CIE  definitions  will 
be  quoted. 

1.  Coefficient  of  Luminous  Intensity  (C.I.L.)* 

"The  quotient  obtained  from  dividing  the  luminous  inten- 
sity (I)  of  the  retoreflector  in  the  direction  of  observation 
by  the  illuminance  (E^)  at  the  retroref lector  on  a  plane  per- 
pendicular to  the  direction  of  the  incident  light. 

Symbol  R      R  =  — 

El 

Note  1:  In  the  photometry  of  retroref lectors  this  coefficient 
is  expressed  in  candelas  per  lux  (cd«lx_1)**- 

Note  2:  For  accurate  measurements  of  R,  care  must  be  taken 
that  the  angular  extent  of  the  retroref lector  at  the  point  of 
observation,  the  source  aperture  at  the  retroreflector,  and 
the  aperture  of  the  detection  system  at  the  retroreflector  are 
each  sufficiently  restricted.  The  restriction  needed  depends 
upon  both  the  distribution  of  the  retroref lected  light  and  the 
measurement  geometry. 

Note  3:  For  accurate  measurements  of  R  the  illuminance  (Ej_) 
must  be  sufficiently  uniform  over  the  useful  area  of  a 
retroreflector. "[1],  [2] 


*The  abbreviation  is  of  the  French  equivalent:  Coefficient  d'Intersite 
Lumineuse. 

**[m2-Sr_1] 


The  C.I.L.  is  sometimes  referred  to  as  Specific  Intensity, 

2.  Coefficient  of  Retroref lection  (of  a  plane  reflecting 
surface) 

"The  quotient  obtained  from  dividing  the  coefficient  of 
luminous  intensity  (R)  of  a  plane  retroreflecting  surface  by 
its  area  (A). 

R   I/El 
Symbol  R'      R'  =  *  =  -^-1 

Note  1:  The  coefficient  of  retroreflection  is  expressed  in 
candelas  per  lux  per  square  metre  (cd'lx-1«m"2)*. 

Note  2:  This  quantity  is  especially  useful  for  describing 
materials  in  sheet  form.  For  such  materials  the  measurements 
are  customarily  made  with  the  direction  of  illumination,  the 
direction  of  observation,  and  the  normal  to  the  surface  all  in 
the  same  plane. "[1],  [2] 

Other  supplemental  quantities  for  special  purposes  are  defined  in 
reference  [4].  These  include 

(a)  Coefficient  of  retroref lected  luminance  (specific  luminance) 

(b)  Luminance  factor 

(c)  Linear  Coefficient  of  Retroreflection 

(d)  Coefficient  of  Retroref lected  Luminous  Flux 

B.  Colorimetric 

The  color  is  usually  specified  by  using  the  CIE  1931  system  [5], 
[6],  [7]  to  obtain  the  chromaticity  coordinates  x,  y,  z.  Since 
x  +  y  +  z  =  1,  x  and  y  are  sufficient  to  specify  the  color.  The  CIE 
1931  chromaticity  diagram  is  shown  in  Fig.  3  with  the  spectrum  locus  and 
some  illuminants  along  the  Planckian  locus. 

The  chromaticity  coordinates  are  computed  from  the  tri stimulus 
values  X,  Y,  and  Z  by  the  equations 

X 
x  = 


X  +  Y  +  Z 

-     Y 
y  *  X  +  Y  +  Z 


*[sr_1] 


Z   X  +  Y  +  Z 
The  tristimulus  functions  are  defined  by  the  CIE  as 

X  =  k  j  S  (x)  P  (x)  x  (x)  AX 
Y  =  k  J  S  (X)  p  (X)  y  (X)  AX 

Z  =  k  J  s  (x)  p  (x)  7  (x)  AX 

where: 

S(x)  is  the  relative  spectral  power  distribution  of  the  source; 

p(x)  is  the  spectral  reflectance  of  the  surface; 

x  (x),  y(x),  and  z(x)  are  the  spectral  tristimulus  values  of  the 
CIE  1931  standard  observer; 

AX  is  the  wavelength  interval  for  a  term  of  the  summation; 

and  100   s  S(x)  y  (x)  ax, 
k  "  x 
so  that  Y  is  the  luminous  reflectance  of  the  surface. 

Since  only  the  chromaticity  coordinates,  x  and  y,  are  required, 
p(x)  can  be  a  reflectance  factor  -  that  is  it  does  not  have  to  be  on  an 
absolute  basis.  Since  the  same  factor  is  included  in  all  three  tri- 
stimulus values,  it  will  divide  from  the  numerator  and  denominator  in 
the  equations  for  x  and  y  above.  In  this  sense,  the  chromaticity  co- 
ordinates are  relative  quantities  whereas  the  C.I.L.  described  above  can 
be  regarded  as  an  absolute  quantity.  This  does  not  mean,  however,  that 
one  will  obtain  the  same  chromaticity  coordinates  for  different  geom- 
etries, since  the  spectral  reflectance  is  geometry  dependent. 

V.  Instrumentation 

A.  C.I.L.  or  Some  Derived  Quantity 

The  basic  components  of  the  apparatus  consist  of  a  photoreceptor,  a 
light-projector  source  with  stable  output,  and  a  goniometer  sample 
holder.  The  photoreceptor  is  equipped  with  a  filter  so  that  the  spec- 
tral responsivity  of  the  photoreceptor-filter  combination  matches  that 
of  the  CIE  photopic  standard  observer  -  the  V(x)  [or  y(x)]  curve. 
Sometimes  a  telephotometer  is  used  as  the  photoreceptor.  The  light 
projector  is  such  that  the  light  incident  on  the  sample  spectrally 
matches  CIE  illuminant  A  (a  tungsten  lamp  operated  at  a  color  tempera- 
ture of  2856K).  The  goniometer  sample  holder  must  have  enough  degrees 
of  freedom  and  range  of  adjustment  for  independently  setting  the 


entrance  angles  3i  and  32  as  we^  as  the  rotation  angle  e.  Since  most 
measurements  are  made  with  samDle-photoreceptor  distances  of  10  m  to 
30  m,  a  dark,  enclosed  photometric  range  is  required  along  with  suitable 
baffles  to  reduce  stray  light. 

Sometimes  a  color-correction  factor  is  used  to  account  for  deviation 
of  the  system  from  the  ideal  CIE  specifications.  In  such  cases,  correc- 
tion factors  are  derived  by  using  the  system  to  measure  filters  whose 
spectral  transmittance  curves  nearly  match  the  shape  of  the  spectral 
retroreflectance  curve  of  the  sample.  (In  making  these  measurements,  it 
is  necessary  to  find  some  means  of  holding  the  filter  in  a  manner  such 
that  inter-reflections  between  filter  and  photoreceptor  do  not  affect 
the  measurement.)  The  true  colors  (including  transmittances)  of  these 
filters  are  normally  obtained  by  calibrating  with  a  spectrophotometer. 

B.  Chromaticity  Coordinates  (x,y) 

The  basic  components  of  the  apparatus  consist  of  either  a  spectro- 
radiometer  equipped  with  collection  optics  or  a  telecolorimeter;  a  light 
projector  source  with  nearly  constant  output;  a  goniometer  sample 
holder;  and  a  photometric  range.  The  same  qeometrical  problems  outlined 
above  for  photometric  measurements  also  exist  for  equipment  to  measure 
the  color  of  retroreflecting  devices,  along  with  the  additional  com- 
plication of  color  measurement. 

(a)  The  spectroradiometer  will  disperse  the  light  and  measurements 
will  be  made  at  specified  wavelengths  with  specified  instrumental  band- 
pass. If  this  instrument  is  used,  it  is  not  necessary  to  specify  the 
source  temperature  if  the  instrument  is  used  as  described  in  Sec.  VI.B.l 
below.  It  may  be  necessary  to  limit  the  acceptance  cone  to  narrow 
angles  or  to  use  collection  optics  similar  to  those  used  in  a  telecolor- 
imeter. 

(b)  The  telecolorimeter  will  normally  be  equipDed  with  CIE  1931 
tristimulus-value  filters.  These  will  normally  include  xre(j  and 
*blue  filters  to  match  the  long  and  short  wavelength  portions  of  the  x 
function.  Also,  y  and  z  filters  to  match  the  other  components  of 

the  spectral  tristimulus  functions  are  supplied.  The  source  is  speci- 
fied to  have  the  relative  spectral  power  distribution  of  CIE  Illuminant 
A.  If  color  correction  factors  are  to  be  used,  filters  and  filter 
holders  must  be  supplied  as  in  Section  A  above. 

(c)  The  other  components  of  the  apparatus  will  have  similar  re- 
quirements to  those  previously  discussed  under  Section  V.A.  as  necessary 
for  the  measurement  of  C.I.L. 

(d)  The  above  equipment  is  used  for  nighttime  color  and  other 
means  are  normally  used  for  daytime  color.   (For  examples  of  daytime 
measurements,  see,  for  example,  references  [19]  and  f20l . ) 


C.  The  NBS  Reference  Retroreflectometer 

A  long-ranqe  type  retroreflectometer  for  measuring  C.I.L.  has  been 
documented  and  a  description  has  been  published  [8],  This  instrument 
has  been  well  characterized,  and  its  known  sources  of  error  evaluated. 
The  systematic  errors  for  measured  neutral  bead  sheeting  and  cube- 
corner  devices  have  been  estimated  to  be  approximately  1%  and  2%, 
respectively.  Figures  4,  5,  and  6  show  schematically  the  projector, 
sample  carrier,  and  receiver,  respectively.  This  instrument,  if  proper 
corrections  are  made,  is  capable  of  making  "state-of-the-art"  measure- 
ments. There  are  many  laboratories  with  similar  instruments  or  instru- 
ments using  telephotometers,  but  the  disagreement  between  laboratories 
is  quite  large.  There  exists  another  class  of  instrumentation  known  as 
portable  instruments,  which  can  not  be  calibrated  as  described  below, 
but  which  require  reference  to  a  standard  retroref lector  or  a  special 
standard  mirror  to  make  accurate  measurements. 

VI.  Method  of  Calibration 

A.  C.I.L.  or  Some  Derived  Quantity 

1 .  Direct  Method 

First,  a  lamp  with  known  luminous  intensity  is  placed  at  the 
test-sample  position  to  calibrate  the  photometer  scale.  The  photometer 
will  then  read  directly  the  luminous  intensity  of  the  retroreflector. 
A  separate  illuminance  meter,  which  is  calibrated,  is  then  used  to 
measure  the  illuminance  at  the  test-sample  position.  The  ratio  for  a 
spectrally  neutral  retroreflector  gives  the  C.I.L.  directly.  If  the 
retroref lected  light  is  colored,  calibrated  filters  havinq  spectral 
transmittance  curves  similar  to  the  spectral  reflectance  curve  of  the 
sample  may  be  placed  in  front  of  the  lamp  source  to  determine  the 
correction  for  errors  caused  by  differences  between  the  shape  of  the 
photometer  responsivity  curve  and  the  CIE  V(x)  curve. 

2.  Relative  Method 

This  method  is  generally  more  accurate  than  the  direct  method  since 
it  is  self-calibrating  -  it  does  not  depend  on  additional  calibrated 
equipment  and  standards.  If  the  same  receiver  is  used  to  measure  Ej_ 
and  I,  it  follows  from  the  CIE  definition  for  C.I.L.  that  when  the 
receiver  aperture  is  filled 

R  =  (S2/S1).D12 
where  S2  is  the  signal  obtained  with  the  receiver  at  the  observation 
position.  Si  is  the  signal  obtained  with  the  same  receiver  at  the 
sample  position,  and  Dx  is  the  observation  distance.  The  signals  S2 
and  Si  should  be  adjusted  for  any  system  non-linearity.  If  the  re- 
troreflector is  colored,  a  spectrally  similar  colored  filter  of  known 
luminous  transmittance  may  be  used  to  correct  for  any  deviations  of 
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the  shape  of  the  responsivity  curve  of  the  receiver  from  the  shape  of 
the  CIE  V(x)  curve. 

3.  Substitution  Method 

This  method  employs  a  standard  retroref lector  to  which  direct  com- 
parison of  an  unknown  retroref lector  can  be  made  by  substitution.  If 
the  system  is  linear,  the  value  of  the  unknown  can  be  obtained  from  the 
ratio  of  the  measurements.  This  method  is  used  for  portable  instruments 
also. 

B.  Chromaticity  Coordinates  (x,y) 

1.  Spectroradiometer 

The  use  of  this  type  of  instrument  does  not  require  any  particular 
source  temperature  and  the  spectroradiometer  output  need  not  be  cali- 
brated except  for  linearity.  However,  the  wavelenqth  scale  must  be 
calibrated.  The  entire  retroref lector  should  fall  within  the  field  of 
view  of  the  spectroradiometer  especially  if  the  sample  is  nonuniform. 
In  the  case  of  a  uniform  retroref lector  a  spot  which  does  not  include 
the  edges  of  the  retroref  lector  may  be  viewed.  The  readings  S^x)  of 
the  retroref lected  light  as  measured  with  the  spectroradiometer  in  the 
observation  position  are  taken  at  desiqnated  wavelengths  spaced  at 
regular  intervals  throughout  the  visible  spectrum.  The  readings  S2(x) 
are  taken  at  the  same  wavelengths  with  the  spectroradiometer  in  the 
sample  position,  responding  to  incident  light  from  the  entire  source. 
An  alternative  way  to  get  the  values  S2(x)  is  to  place  a  white  (spec- 
trally neutral)  diffusing  plaque  in  the  beam  and  view  the  plaque  with 
the  spectroradiometer  at  a  distance  small  enouqh  to  get  a  signal  of 
suitable  magnitude  and  at  an  angle  larqe  enouqh  to  avoid  any  retrore- 
flectance  by  the  white  diffusing  plaque.   The  tristimulus  values  are 

X  =  C  z   (S1(x)/S2(x))  S(x)  x(x)  AX 

A 

Y  =  C  j  (S1(x)/S2(x))  S(x)  y(x)  ax 

Z  =  C  j  (S1(x)/S2(x))  S(x)  z(X)  ax 

where  S(>)  is  the  relative  spectral  power  distribution  for  Illuminant  A 
and  where  C  is  a  constant  which  need  not  be  determined  since  the  chroma- 
ticity coordinates  x  and  y  are: 


x  =  „  .  v,  .  -,  and  v  = 


X  +  Y  +  Z  u,,u     X  +  Y  +  Z 

and  C  divides  from  both  the  numerators  and  denominators.  If  the  data  are 
not  taken  at  regular  intervals,  the  equations  for  X,  Y,  and  Z  must  be 
modified. 


2.  Telecolorimeter 

The  field-stop  aperture  must  be  filled  with  light  when  the  tele- 
colorimeter  is  focused  on  the  retroreflecting  surface.  Note  that  this 
is  only  to  measure  chromaticity,  not  the  C.I.L..  The  tristimulus 
values  are  read  using  the  filters  supplied.  Color  correction  factors 
may  be  applied  to  the  measured  tristimulus  values  through  the  use  of 
spectrally  similar  filters  of  known  tristimulus  values.  One  method  of 
doing  this  is  described  in  Federal  Test  Method  373.  The  chromacity 
coordinates  are  then  calculated. 

VII.  Important  Parameters  That  Should  Always  Be  Included  in  Specifications 

The  accuracy  with  which  these  parameters  are  known  will  affect  the 
accuracy  of  a  measurement.  However,  the  results  very  often  also  depend 
on  the  retroreflecting  sample,  and  a  tolerance  given  as  adequate  for 
one  sample  may  be  inadequate  for  a  different  sample.  A  general  mathe- 
matical discussion  of  many  types  of  errors  is  given  in  reference  [9], 

A.  Geometrical  and  Other  Factors  affecting  both  Photometric  and 
Colorimetric  Values 

1 .  Observation  Angle 

The  observation  angle  a  must  be  known.  Since  the  entire  range  of 
observation  angles  over  which  the  retoreflector  reflects  significant 
amounts  of  the  incident  light  is  quite  small,  the  accuracy  with  which 
this  angle  is  set  is  important.  This  is  especially  true  for  cube- 
corner  type  retroref lectors  and  high  quality  bead  sheeting.  See"  Fig.  7 
for  some  typical  curves  showing  how  rapidly  C.I.L.  (R)  drops  off  with 
increasing  observation  angles.  These  data  are  from  reference  [9]  and 
were  obtained  by  Norbert  Johnson.  Setting  the  observation  angle  off  by 
only  a  few  thousandths  of  a  degree  can  still  cause  a  non-negligible 
error.  The  values  used  are  not  only  critical  for  measurements  of 
C.I.L. ,  but  are  also  important  for  chromaticity  coordinates.  Rennilson's 
[10]  measurements  show  that  the  nighttime  color  of  retroref lectors 
varies  with  the  geometry. 

2.  Entrance  Angle 

Both  components  3i  and  32  of  the  entrance  angle  3  must  be  speci- 
fied. The  setting  accuracy  required  for  the  entrance  angle  normally  , 
becomes  more  critical  for  large  values  of  3.  The  required  setting 
accuracy  for  the  entrance  angle  is  approximately  100  times  less  strin- 
gent than  that  for  the  observation  angle.  See  Fig.  8  for  some  typical 
curves  showing  how  the  retroref lected  light  drops  off  with  increasing 
entrance  angle.  These  data  are  from  reference  [9]  and  were  obtained  by 
Moerman,  1976,  and  Morren,  1978. 
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3.  Rotation  Angle 

The  rotation  angle  e  must  be  specified.  Normally,  this  angle  is 
not  so  critical  for  bead-type  sheeting  as  for  prismatic-type  cube- 
corner  retroreflectors.  An  example  of  variations  due  to  changes  in  e 
for  two  types  of  cube-corner  retroreflectors  is  shown  in  Fig.  9.  The 
data  are  from  reference  [9],  and  were  obtained  by  Uding. 

The  elements  of  the  retroreflectors  are  cube  corners.  Each  cube- 
corner  has  six  edges  which  form  an  appearance  of  a  hexagon  array.  All 
of  the  cube-corners  are  oriented  in  one  direction  for  the  one-orientation 
device.  The  two-orientation  device  is  divided  in  the  center  with  the 
cube- corners  on  the  one  half  oriented  in  one  direction  and  the  cube- 
corners  in  the  other  half  rotated  180°  with  respect  to  the  cube-corners 
in  the  first  half. 

4.  Observation  Distance 

The  observation  distance  between  the  sample  and  the  photoreceptor 
must  be  specified.  The  magnitude  must  be  sufficiently  large  so  that 
the  observation  angles  specified  can  be  realized.  (That  is,  the  linear 
separation  between  source  and  receiver  corresponding  to  the  specified 
angles  must  exceed  the  smallest  physically  achievable  separation.)  The 
observation  distance  must  also  be  small  enough  so  that  signal-to-noise 
levels  of  suitable  magnitude  are  attainable.  Distances  of  the  order  10 
to  30  m  are  normally  specified. 

5.  Size  and  Shape  of  the  Sample 

The  size  and  shape  of  the  sample  are  normally  not  very  critical. 
The  size  must  be  sufficiently  large  to  get  suitable  signal-to-noise 
levels,  and  it  must  be  small  enough  to  subtend  an  angle  at  the  photo- 
receptor which  will  not  affect  the  results  of  the  measurements.  The 
influence  on  accuracy  of  measurement  due  to  angular  apertures  has  been 
reported  by  J.  J.  B.  Moerman  [11].  Stephenson  [12]  states  that  the 
angle  subtended  by  the  retroref lector  is  relatively  unimportant  for 
subtended  angles  up  to  80  minutes  of  arc  for  photometric  measurements. 

6.  Subtended  Angles  of  the  Photoreceptor  and  Source  Apertures 

The  angle  subtended  at  the  sample  by  the  photoreceptor  aperture 
and  the  angle  subtended  at  the  sample  by  the  source  aperture  must  be 
sufficiently  small.  On  the  other  hand,  it  must  be  large  enough  to 
obtain  practical  signal  levels.  The  errors  caused  by  these  two  angles 
is  additive  and  Moerman  [11]  gives  guidance  on  their  proper  selection. 
Also,  Johnson  [13]  and  Johnson  and  Stephenson  [14]  have  investigated 
the  selection  of  maximum  apertures  for  different  types  of  materials. 
Generally,  the  subtenses  are  both  of  the  order  of  6  minutes  of  arc.  If 
the  aperture  sizes  are  fixed,  however,  these  subtenses  will  vary  with 
observation  distance. 
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7.  Reference  Center  and  Reference  Axis 

The  reference  center  and  the  reference  axis  must  be  specified. 
The  reference  axis  usually  is  perpendicular  to  the  surface  of  the 
retroreflecting  device.  However,  the  device  can  be  designed  so  that, 
for  example,  the  reference  center  and  reference  axis  are  defined  rela- 
tive to  the  viewing  direction. 

8.  Uniformity 

Non-uniformity  of  the  illuminance  on  the  sample,  non-uniformity  of 
the  sensitivity  of  the  photoreceptor  across  its  field  of  view,  and  non- 
uniformity  of  the  sample  can  all  cause  errors  [9],  [13].  Although 
these  effects  are  usually  not  large,  limits  can  be  set  on  the  allowable 
variations,  which  can  be  checked  periodically. 

9.  Source-Polarization  and  Illuminant 

The  source  must  produce  unpolarized  light  and  the  photoreceptor 
must  be  polarization  insensitive  since  the  retroref lector  may  change 
the  state  of  polarization  of  the  incident  light;  in  addition,  the 
source  must  usually  have  the  relative  spectral  power  distribution  of 
CIE  Illuminant  A. 

10.  Wavelength  Error 

The  maximum  allowable  wavelength  error  must  be  specified  if  spectral 
measurements  are  made;  or  if  photometric  or  tristimulus  filters  are 
used,  the  type  of  color  correction,  if  any  is  to  be  used,  should  be 
specified. 

B.  Additional  Items  to  Specify  for  C.I.L.  and  Derived  Quantities. 

1.  Specific  Quantity  to  be  Measured 

The  specific  quantity  to  be  measured  must  be  specified  along  with 
the  system  of  units  to  be  used  in  the  measurement. 

2.  Minimum  Acceptable  Value. 

The  minimum  value  acceptable  must  be  specified. 

C.  Additional  Items  to  Specify  for  Color  Determination 

1.  Chromaticity  Coordinate  Limits 

The  allowable  color  limit  area  on  the  CIE  1931  chromaticity 
diagram  is  usually  a  quadrilateral,  one  side  of  which  is  a  portion  of 
the  spectrum  locus  (see  Fig.  3).  (For  white,  the  limit  area  may  have 
more  than  four  sides  and  does  not  include  any  part  of  the  spectrum 
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locus.)  The  limit  area  can  be  specified  either  by  giving  the  chroma- 
tid" ty  coordinates  (x,y)  of  all  the  corners  of  the  limiting  polygon,  or 
by  giving  the  equations  of  all  the  sides  of  the  polygon  other  than  the 
spectrum  locus. 

2.  Color  Limits  for  Standard  Filters. 

If  standard  filters  are  used  to  correct  colorimeter  readings,  the 
color  limits  allowable  should  be  specified. 

VIII.  Test  Methods  and  Specifications 

Table  I  contains  a  partial  listing  of  some  test  methods  and  speci- 
fications. Some  of  these  documents  contain  both  methods  and  specifi- 
cations, and  some  are  broader  in  scope  than  others.  It  is  beyond  the 
scope  of  this  paper  to  analyze  each  specification,  but  each  one  follows 
to  some  extent  the  prescription  outlined  in  the  preceeding  sections. 
Lozano  [15]  compares  five  specifications  for  retroreflective  materials 
used  on  road  signs.  It  should  be  mentioned  that  many  individual  states 
have  specifications  which  have  not  been  listed,  and  many  foreign 
countries  other  than  those  listed  have  specifications. 

Due  to  recent  developments,  some  of  these  specifications  may 
change  their  terminology  to  conform  to  the  new  CIE  definitions. 

IX.  Some  Prior  Research  and  Intercomparisons 

In  addition  to  a  list  of  references,  a  bibliography  is  included  at 
the  end  of  this  report  in  Appendix  A.  It  is  not  meant  to  be  complete 
since  time  does  not  permit,  and  the  omission  of  any  particular  paper  is 
not  intentional.  It  is  hoped,  however,  that  the  papers  cited  in  this 
report,  combined  with  the  papers  in  the  bibliography,  will  provide  a 
starting  point  for  anyone  who  wishes  to  do  more  research  on  the  subject 
of  retroreflecting  materials  and  devices. 

A.  C.I.L.  and  Derived  Quantities 

1 .  Stephenson 

H.  F.  Stephenson  [16]  conducted  an  international  interchange  test 
in  1974  and-i975  in  which  44  samples  of  three  types  of  retroreflective 
sheeting  (encapsulated  lens,  enclosed  lens,  and  white  samples  screened 
with  colored  process  paste)  were  investigated  by  nine  laboratories. 
The  chromaticity  coordinates  (x  and  y)  were  measured  (results  are 
presented  in  section  B  below)  and  also  the  SCIL  --  coefficient  of 
retroref lection  or  specific  coefficient  of  luminous  intensity 
(cd«lx  ^m"2)  --  was  measured.  Results  are  tabulated  in  his  Table  8 
for  each  laboratory  along  with  the  mean  and  standard  deviation  for  each 
sample.  The  coefficients  of  variation*  measured  for  white  samples 


*Standard  deviation  divided  by  the  mean. 
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were  about  6%,  varying  for  individual  samples  from  approximately  5%  to 
7%.  Similar  results  were  obtained  for  the  yellow,  red,  and  orange 
colors  with  slightly  larger  values  for  two  of  the  red  samples.  The 
coefficients  of  variation  for  blue  and  green  samples  typically  ranged 
from  about  5%  to  16%.  The  spread  between  laboratories  was  regarded  to 
be  of  an  unacceptable  level  (approximately  3  times  the  coefficient  of 
variation),  and  more  research  needs  to  be  done. 

2.  MCCA 

The  Manufacturers  Council  on  Color  and  Appearance  conducted  five 
intercomparison  tests  on  retroreflectance  in  collaboration  with  the 
NBS[17].  Four  different  colors  of  sheeting  were  randomized  and  dis- 
tributed to  the  participating  laboratories  for  measurement  with  two 
geometries  for  a/3  (0.27-4°  and  2°/30°).   The  sign  for  3  follows  the 
CIE  convention  as  described  fully  in  Reference  [3].  Although  the  co- 
efficient of  variation  varies  from  approximately  5%  to  10%  for  the 
0.2°/-4°  geometry,  the  results  for  the  other  geometry  had  coefficients 
of  variation  as  large  as  20%.  This  does  not  include  data  from  some 
laboratories  that  had  to  be  excluded.  If  these  laboratories  were 
taken  into  account,  the  range  in  values  was  occasionally  100%  to  150%. 

3.  Nimeroff  and  Hall 

I.  Nimeroff  and  W.  Hall  [18]  also  did  some  measurements  on  SCIL. 
They  compared  measurements  obtained  on  six  colors  of  sheeting  with  3 
instruments  by  two  laboratories.  The  coefficients  of  variation  obtained 
indicate  that  results  could  vary  by  as  much  as  2%  to  14%,  and  this 
variation  was  primarily  of  instrumental  cause. 

4.  AAMVA 

The  American  Association  of  Motor  Vehicle  Administrators  under  the 
direction  of  Mr.  Armond  Cardanelli  conducted  an  intercomparison  of 
measurements  performed  on  prismatic  retroref lectors  and  presented  the 
data  to  the  NBS.  Eleven  laboratories  from  six  countries  including  the 
United  States  participated.  The  C.I.L.  of  two  white,  one  yellow,  and 
three  red  prismatic  reflectors  were  intercompared.  The  instructions 
given  were  as  follows: 

"The  test  conditions  for  measuring  these  reflectors  for  the  purpose 
of  this  laboratory  intercomparison  are  illustrated  on  the  accompanying 
diagram.  The  plane  of  the  black  backing  of  the  reflector  is  to  be  per- 
pendicular to  the  direction  of  incidence  (0°  entrance  angle).  Since 
the  front  surface  of  these  reflectors  is  curved,  a  portion  of  the 
radiation  reflected  specularly  by  the  front  surface  will  be  included  in 
the  measurements.  However,  since  this  specularly  reflected  flux  is 
spread  out  over  a  rather  large  solid  angle  it  will  not  contribute  a 
large  portion  of  the  measured  flux  and  no  attempt  should  be  made  to 
exclude  it.  If  the  apertures  and  distances  indicated  in  the  diagram 
cannot  be  used,  the  closest  available  approximation  should  be  used  and 
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the  departures  should  be  described  in  the  report  giving  the  measured 
values  of  the  coefficient  of  luminous  intensity  (C.I.L.).  Specifically, 
if  a  different  observation  distance  than  the  one  shown  is  used,  the 
aperture  sizes,  source-to-reflector  distance,  and  their  associated 
tolerances  should  be  changed  proportionally.  The  CIL  of  each  reflector 
under  the  given  conditions  should  be  reported  in  candela  per  incident 
lux  or,  alternatively,  in  candlepower  per  incident  foot-candle.  Please 
indicate  which  units  were  used  when  reporting  the  CIL  data." 

The  arrangement  for  the  measurements  is  shown  in  Fig.  10.  Table 
II  contains  the  reported  results  along  with  the  mean,  standard  deviation, 
and  coefficient  of  variation.  It  is  noted  that  the  coefficients  of 
variation  ranged  from  about  8%  to  17%.  In  Table  III,  the  percent  de- 
viation from  the  mean  is  tabulated.  Use  of  colored  retrorefl ectors 
changes  the  percent  deviation  from  the  mean  of  some  laboratories  by 
large  amounts. 

B.  Chromaticity  coordinates  (Nighttime  geometry) 

1 .  Stephenson 

Stephenson's  1974  and  1975  interchange  cited  in  Section  A  above 
[16]  also  contains  data  on  chromaticities .  It  is  not  possible  to 
reproduce  his  discussion  here,  but  in  most  instances  the  coefficients 
of  variation  ranged  from  about  1%  to  3%  and  for  the  blue  sample  the 
coordinates  varied  as  much  as  11%.  For  the  interested  reader,  he 
presents  tables  containing  the  data  for  each  laboratory,  the  standard 
deviation  and  the  range.  Also,  CIE  chromaticity  diagrams  illustrating 
the  data  are  presented.  He  reported  that  the  spectral  data  usually  had 
a  smaller  standard  deviation  than  the  tristimulus  data.  Venable, 
Stephenson,  and  Terstiege  [9]  suggest  some  of  the  tristimulus  tele- 
colorimeters  used  in  the  interchange  may  not  have  achieved  as  great  an 
accuracy  in  filter  matching  as  is  possible  using  current  practices. 

2.  Nimeroff  and  Hall 

I.  Nimeroff  and  W.  Hall  [18]  did  a  study  for  color  measurements 
similar  to  that  they  did  for  SCIL.  They  compared  the  values  for  x  and 
y  from  data  obtained  with  3  instruments  and  two  laboratories.  The 
coefficients  of  variation  usually  vary  approximately  from  1%  to  5%  with 
the  valuesTor  the  blue  sample  varying  as  much  as  6%  to  10%.  Again, 
their  results  indicate  that  the  variations  were  primarily  due  to  in- 
strumental differences. 

3.  Geometry-Dependent  Studies 

In  addition  to  the  differences  between  laboratories  such  as  those 
shown  by  Stephenson,  there  are  geometry  effects  on  chromacity.  Nimeroff 
published  a  report  [19]  which  is  primarily  concerned  with  daytime  color 
with  45/0  and  D/0  geometries.  He  shows  that  the  D/0  geometry  correlates 
better  with  visual  observations.  Nimeroff  published  another  paper  with 
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Hall  [18]  which  concerns  nighttime  geometry  primarily.  On  the  basis  of 
his  measurements,  tentative  color  boundaries  for  retroref lector  chroma- 
ticities  were  prepared  and  reported.  Lozano  [20]  published  a  paper 
which  shows  that  no  present  recommendation  can  be  used  for  both  daytime 
and  nighttime  conditions.  He  makes  proposals  for  color  tolerance 
areas.  In  addition,  Rennilson  [10]  shows  that  nighttime  color  also 
depends  on  geometry,  and  presents  data  which  will  be  useful  for  estab- 
lishing color  tolerances. 

X.  Current  Issues  and  Problems 

A  few  of  the  areas  of  current  interest  will  be  mentioned.  Efforts 
are  underway  to  standardize  nomenclature  and  definitions  for  test 
methods  and  specifications.  These  efforts  will  be  aided  by  the  work 
done  by  the  CIE  mentioned  earlier  [2], [3],  Research  is  being  done  to 
evaluate  the  effect  of  the  various  geometrical  and  photometric  param- 
eters on  the  measurements.  Supplementing  this  research  will  be  programs 
such  as  the  NBS  (U.S.)  MAP  service  under  development  to  assist  the 
experimenter  in  evaluating  his  instrument. 

Although  not  a  primary  concern  of  this  paper,  some  issues  for  day- 
time measurements  are  under  discussion.  One  controversy  involves  the 
relative  merits  of  D/0  versus  45/0  geometries  for  daytime  color.  The 
geometry  D/0  includes  the  wings  of  the  retroref lectance  curve  but  on  the 
other  hand  the  geometry  D/0  might  be  closer  to  the  situation  for  actual 
usage.  Other  possibilities  such  as  D/45  geometry  have  been  proposed. 
Fluorescence  of  the  retroref lector  will  be  especially  important  for  day- 
time color  and  for  portable  instruments  but  it  will  probably  not  pose  a 
problem  for  nighttime  viewing  since  the  fluorescence  is  weaker  and 
diffuse.  It  has  been  suggested  that  because  of  fluorescence,  Illuminant 
D65  rather  than  Illuminant  C  be  used  for  daytime  color  measurements. 

Another  area  under  discussion  is  the  relative  merits  of  tristimulus 
colorimetry  versus  spectral  colorimetry  for  both  daytime  and  nighttime 
geometries.  At  least  one  manufacturer  of  instruments  thinks  they  should 
be  equivalent  if  proper  care  is  used  in  the  design  and  use  of  the 
instruments . 

Specifications  for  chromaticities  of  retroref! ectors  involve  color 
boundaries  which  must  account  somehow  for  the  fact  that  the  color  of  a 
retroref lector  varies  with  geometry  under  both  daytime  and  nighttime 
geometries. 

The  accuracy  of  portable  instruments  is  a  topic  of  concern  and 
methods  of  measurements  in  the  field  have  not  been  adequately  specified. 
Design  of  portable  instruments  is  also  a  topic  of  controversy.  As  an 
example,  it  has  been  suggested  that  for  short  range  instruments,  it 
might  be  adequate  to  integrate  over  larger  solid  angles  than  usual  to 
obtain  an  average  for  a  given  observation  angle  and  still  give  adequate 
information  for  some  purposes. 
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XI.  Conclusion 

The  state  of  the  measurement  system  for  retroref lectors  is  not  at 
present  of  the  quality  necessary  for  national  and  international  equity 
in  trade.  However,  the  outlook  suggests  that  the  uncertainties  in 
measurements  of  retroref! ective  optical  properties  will  become  smaller 
in  the  future.  Much  interest  is  being  shown  both  nationally  and  inter- 
nationally in  the  state  of  the  measurement  system  as  it  relates  to 
optical  properties  of  retroreflectors.  The  CIE  and  many  standardizing 
organizations  are  preparing  or  revising  recommendations,  methods,  and 
specifications.  In  the  U.S.,  the  NBS  is  conducting  research  to  support 
a  Measurement  Assurance  Program  service  and  standards  for  C.I.L.. 
Although  the  NBS  reference  retroref lectometer  does  not  at  present 
measure  chromaticity,  it  is  hoped  that  this  capability  will  be  developed 
in  the  future.  The  factors  which  affect  the  quality  of  measurements  are 
becoming  better  understood.  It  is  therefore  probable  that  the  state- 
of-the-measurement  system  will  improve. 
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TABLE   I 

PARTIAL  COLLECTION  OF  SPECIFICATION  AND  TEST-METHOD  STANDARDS 
FOR  RETROREFLECTORS 

Description 

1.  Consumer  Products  Safety  Commission  Requirements 
for  Bicycles.  Federal  Register  Vol.  41,  No.  19. 
Part  IV,   Jan.   18,   1976. 

2.  SAE  J594e  Reflex  Reflectors 

3.  SAE  J774A  Emergency  Reflex  Reflectors 

4.  Federal   Specification  LS-300C  -  Sheeting  and 

Tape,   Reflective:     Non  exposed  lens  X  XX 

5.  Federal   Test  Method  Standard  370  -   Instrumental 
Photometric  Measurements  of  Retroreflective 

Materials  and  Retroreflective  Devices  X  X 

6.  Federal   Test  Method  373   (Colorimetry  of 

Retroreflectors)  X  X 

7.  British  Standard   5064  Optical    performance  of 
reflective  agents   for  use  in  high  visibility 

garments  and  accessories  X  XX 

8.  ASAE  S276.2     Slow  Moving  Vehicle  Emblem  X  XX 

9.  E/ECE/TRANS/S05  Regulation   27   (Warning  Triangle       X  XX 

10.  ISO  Safety  Colours  and  Safety  Signs  ?  X 

11.  CIE  Recommended  Practices  for  Photometry  and 

Colorimetry  of  Retroreflectors  X  X 

12.  ASTM  Subcommittee  E-12.03   Practice  for 

Describing  Retroreflection  X  X 

13.  ASTM  Subcommittee  E-12.03     Photometry  of 

Retroreflectors  X  X 

14.  ASTM  Subcommittee  E-12.03     Coefficient  of 

Retroreflection  of  Retroreflective  Sheeting  X  X 

15.  ASTM  Subcommittee  E-12.03     Colorimetry  of 
Retroreflectors  Under  Nighttime  Illuminating 

Conditions  X  X 

16.  DIN  67520  -   Retroreflecting  materials   for  safety 
and  traffic;   photometric  assessment,  measurement 

and  classification  X  X 

17.  DIN  6171   Surfact  colours   for  traffic  signs; 
CoJ-ours  and  colour  boundaries   for  illumination 

by  daylight  X  X 

18.  Federal  Register  Vol.  39,  No.  155,  Title  49, 
Chapter  V,  Pat  571  Federal  Motor  Vehicle  Safety 

Standards  X  X 

19.  DOT  FP-1974:  Std.  spec  for  Construction  of  roads 

and  Bridges  on  Federal  Highway  projects.        X  X 
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Figure  1:     Retroreflectors.      (a)   Cat's   Eye  Element     (b)   Spherical   or  Lens 
Element     (c)   Cube-Corner  Element     (d)   Exposed  Lens  Array 
(e)    Enclosed  Lens  Array     (f)   Encapsulated  Array 
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Figure  2:     Schemata 
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Figure  3.  The  CIE  1931  Chromatici ty  Diagram  with  the  spectrum  and 
Planckian  loci  and  the  chromatici ties  of  some  illuminants 
(CIE  A,  B,  C  and  D65). 
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Fiqure  5:  Sample  Carrier.  A  -  Transverse  Motion.  B  -  Vertical  Motion   C  -  Incident 
Angular  Motion.  D  -  Rotation  about  Horizontal  Axis.  E  -  Tilt  away  from 
Plane  of  Incidence.  RR  -  Retroreflector.  WS  -  Working  Standard. 
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Figure  7.  Normalized  C.I.L.  versus  Observation  Angle  a  for  (A)  Cube-Corner 
Retroreflector,  (B)  Encapsulated  Lens  Sheeting,  (C)  Enclosed 
Lens  Sheeting,  and  (D)  Pavement  Stripe  at  86°  Entrance  Angle 
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Figure  8: 


Relative  Signal   vs   Entrance  Angle  3  or  90°  -  3  for 

observation  angle  of  0.33°.      (A)   Cube-Corner  Retrore- 

flector,   (B)   Enclosed  Lens  Sheeting,  and   (C)  Pavement 
Stripe 
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(ACS)  and  the  American  Institute  of  Physics  (AIP).  Subscriptions, 
reprints,  and  supplements  available  from  ACS,  1 155  Sixteenth  St., 
NW,  Washington,  DC  20056. 

Building  Science  Series — Disseminates  technical  information 
developed  at  the  Bureau  on  building  materials,  components, 
systems,  and  whole  structures.  The  series  presents  research  results, 
test  methods,  and  performance  criteria  related  to  the  structural  and 
environmental  functions  and  the  durability  and  safety  charac- 
teristics of  building  elements  and  systems. 

Technical  Notes — Studies  or  reports  which  are  complete  in  them- 
selves but  restrictive  in  their  treatment  of  a  subject.  Analogous  to 
monographs  but  not  so  comprehensive  in  scope  or  definitive  in 
treatment  of  the  subject  area.  Often  serve  as  a  vehicle  for  final 
reports  of  work  performed  at  NBS  under  the  sponsorship  of  other 
government  agencies. 

Voluntary  Product  Standards — Developed  under  procedures 
published  by  the  Department  of  Commerce  in  Part  10,  Title  15,  of 
the  Code  of  Federal  Regulations.  The  standards  establish 
nationally  recognized  requirements  for  products,  and  provide  all 
concerned  interests  with  a  basis  for  common  understanding  of  the 
characteristics  of  the  products.  NBS  administers  this  program  as  a 
supplement  to  the  activities  of  the  private  sector  standardizing 
organizations. 

Consumer  Information  Series — Practical  information,  based  on 
NBS  research  and  experience,  covering  areas  of  interest  to  the  con- 
sumer. Easily  understandable  language  and  illustrations  provide 
useful  background  knowledge  for  shopping  in  today's  tech- 
nological marketplace. 

Order  the  above  NBS  publications  from:  Superintendent  of  Docu- 
ments, Government  Printing  Office,  Washington,  DC  20402. 
Order  the  following  NBS  publications — FIPS  and  NBSIR  's — from 
the  National  Technical  Information  Services,  Springfield,  VA  22161 . 

Federal    Information    Processing    Standards    Publications    (FIPS 

PUB) — Publications  in  this  series  collectively  constitute  the 
Federal  Information  Processing  Standards  Register.  The  Register 
serves  as  the  official  source  of  information  in  the  Federal  Govern- 
ment regarding  standards  issued  by  NBS  pursuant  to  the  Federal 
Property  and  Administrative  Services  Act  of  1949  as  amended, 
Public  Law  89-306  (79  Stat.  1127),  and  as  implemented  by  Ex- 
ecutive Order  11717(38  FR  12315,  dated  May  II,  1973)  and  Part  6 
of  Title  15  CFR  (Code  of  Federal  Regulations). 

NBS  Interagency  Reports  (NBSIR) — A  special  series  of  interim  or 
final  reports  on  work  performed  by  NBS  for  outside  sponsors 
(both  government  and  non-government).  In  general,  initial  dis- 
tribution is  handled  by  the  sponsor;  public  distribution  is  by  the 
National  Technical  Information  Services,  Springfield,  VA  22161, 
in  paper  copy  or  microfiche  form. 


BIBLIOGRAPHIC  SUBSCRIPTION  SERVICES 


The  following  current-awareness  and  literature-survey  bibliographies 
—<  are  issued  periodically  by  the  Bureau: 

Cryogenic  Data  Center  Current  Awareness  Service.  A  literature  sur- 
vey issued  biweekly.  Annual  subscription:  domestic  $25;  foreign 
$30. 

Liquefied  Natural  Gas.  A  literature  survey  issued  quarterly.  Annual 
subscription:  $20. 


Superconducting  Devices  and  Materials.  A  literature  survey  issued 
quarterly.  Annual  subscription:  $30.  Please  send  subscription  or- 
ders and  remittances  for  the  preceding  bibliographic  services  to  the 
National  Bureau  of  Standards,  Cryogenic  Data  Center  (736) 
Boulder,  CO  80303. 
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